Calculation of release dose for method B4 of AAMI guidelines for radiation sterilization.
AAMI has proposed guidelines for establishing minimum processing doses for radiation sterilization of medical devices. The AAMI recommendations do not include computer programs for analysis of the large quantities of data that may be generated during implementation of the dose-setting methodologies. Such utility programs have been developed, using two standard languages--FORTRAN IV and BASIC.